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SUNGO Europe B.V.

.~ Fascinatio Boulevard 522, Unit 1.7,
(" 2909VA Capelle aan den lJssel, The
"{“ Netherlands

' SRN: NL-AR-000000247
“~{- Conformity Assessment

= Conformity Assessment Procedure

Annex lI+11l of Regulation (EU) 2017/745
o il O

~.” Applicable Standards
“.(- ENISO 14971: 2019
2775 ENISO 15223-1: 2021
.75 ENISO 20417: 2021
o ENISO 10993-1: 2020
~7 7 EN ISO 10993-5: 2009
.= % ENISO 10993-10: 2023
EN ISO 10993-23; 2021
EN 14683:2019+AC:2019 Type IIR

Remark

5. The declaration of conformity is valid in connection
S ,.-,:. with the release technical document

‘“* < X All the supporting documentation is retained at the
( premises of the manufacturer.

e f - The Declaration of Conformilty is exclusively under

"’_"‘:"_-f‘f" ~ the sole responsibility of the manufacturer.

ool | DECLARATION OF CONFORMITY ||

e ACCORDING TO (EU) 2017/745 MEDICAL DEVICE REGULATION Py
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Manufacturer A

Name: HUBE| FEITENG PROTECTIVE PRODUCTS ..
CO.LTD RS,
Address: NO.72 SHAHU AVENUE SHAHU TOWN A%
XIANTAO CITY HUBEI PROVINCE CHINA A%
SRN: CN-MF-000004538 Y

Product Information

Name: MEDICAL FACE MASK

Model: TYPE IIR: blue FTIIl, white FTWE3, green
FTGN3, black FTBK3, pink FTPK3, Red FTRD3, % "
orange FTOE3, yellow FTYW3, purple FTPE3, gray \
FTGY3,other customizable colours and sizes upon _
request N
EMDN: T020604 X
Basic UDI: / J, o
Classification: Class |, According to Rule 1, Annex f._ﬂ
VIIl, Regulation (EU) 2017/745 f NG
Declaration AT

We herewith declare that the above-mentioned N
products meet the requirements of Medical Device e
Regulation (EU) 2017/745 and the applicable DL{(:J

R :._.."r_: :__u
standards above. \ \ } / TN R
\‘-:\" D%
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Signature: ”H 5"3 Date:2024 10.30 opess
| XY / O%)
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Position: GM Place: Hubei/China S
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Applicant Information

Applicant Name : HUBEI FEITENG PROTECTIVE PRODUCTS CO.,LTD.
Applicant Address : NO. 72 SHAHU AVENUE SHAHU TOWN XIANTAO CITY HUBEI PROVINCE
CHINA

Sample Information

Sample Description . Disposable medical mask (black)
Sample Quantity : 50 pieces

Colour . Black

Product number : FT3HB

Size specification . 17.5*9.5cm

Material Components . 65% non-woven 35% melt-blown cloth

- Sample Receiving/Testing date : 2021-07-21
- Report Date : 2021-07-30
- The original sample is sticked on the last paper.

Test Performed

Judgement according to:
EN 14683:2019+AC:2019 Medical face masks — Requirements and test methods Type IIR
- Selected test(s) as requested by applicants. For details, refer to attached page(s).

Pronounce

The results shown in this report refer only to sample(s) tested unless otherwise stated.

All the items are performed in the standard conditions, except the noted cases.

Except for the requirement of the client, the test results and the conformity judgement of this report do not take the
uncertainty of the test results into account.

Signed for and on behalf of
CNTAC Testing Service Co.,Ltd.(Foshan)

Approved by

gﬁlél i (_ Except for microbiological project )

(_Microbiological project)

il Ll R BE R AR 25 E BR /A 7] CNTAC Testing Service Co.,Ltd(Foshan)

TR T RS X PG MR RS T BOR BB R0 —. =, JUA% 1, 384/F., Nanfang Technology Innovation Center, Xigiao,Nanhai Distr™®

Tel: (86 757)86850633/86806656 Fax: 86850633 Http://www.fcl.org.cn
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CONCLUSION
Test Item Judgement
Resistance to Penetration by Synthetic Blood Pass
Differential Pressure Pass
Microbial Cleanliness Test Pass
Bacterial Filtration Efficiency Pass

il Ll R BE R AR 25 E BR /A 7] CNTAC Testing Service Co.,Ltd(Foshan)

T2 A8 Wl L T R X PR B R T BOR B b — . = IUA% 1, 384/F., Nanfang Technology Innovation Center, Xigiao,Nanhai Distr

Tel: (86 757)86850633/86806656 Fax: 86850633 Http://www.fcl.org.cn
HXNRUMEFTRY, MTKRIHREZHRE 15 HA AR AARE, @A FRE.
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Testing Report

Security website: www.fcl-sz.org.cn
Security code: 2578503514

Report No: ZFLJ2703935A

Page 3 of 5

Test Result

--- Test Result ---

Requirements

Judgement

1. Resistance to Penetration by Synthetic Blood SO 22609:2004

Synthetic blood surface tension: 0.042N/m, Distance between blow head front end and target area: 300mm,
Synthetic blood volumes: 2mL, Test pressure: 16.0kPa, Injection velocity: 550cm/s, Use a fixed target board.
Test conditions: temperature 21.1°C, relative humidity 85.1%.

sample 1# None seen Pass Pressure at 16.0kPa Pass
sample 2# None seen
sample 3# None seen
sample 4# None seen
sample 5# None seen
sample 6# None seen
sample 7# None seen
sample 8# None seen
sample 9# None seen
sample 10# None seen
sample 11# None seen
sample 12# None seen
sample 13# None seen
sample 14# None seen
sample 15# None seen
sample 16# None seen
sample 17# None seen
sample 18# None seen
sample 19# None seen
sample 20# None seen
sample 21# None seen
sample 22# None seen
sample 23# None seen
sample 24# None seen
sample 25# None seen
sample 26# None seen
sample 27# None seen
sample 28# None seen
sample 29# None seen
sample 30# None seen
sample 31# None seen
sample 32# None seen

il Ll R BE R AR 25 E BR /A 7] CNTAC Testing Service Co.,Ltd(Foshan)

TR T RS X PG MR RS T BOR BB R0 —. =, JUA% 1, 384/F., Nanfang Technology Innovation Center, Xigiao,Nanhai Distr™®

Tel: (86 757)86850633/86806656 Fax: 86850633 Http://www.fcl.org.cn
HXNRUMEFTRY, MTKRIHREZHRE 15 HA AR AARE, @A FRE.
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Test Result Requirements Judgement

2. Differential Pressure EN 14683:2019+AC:2019 Appendix C
Air flow: 8L/min, Test area diameter 25mm, Test area: 4.9cm?
Unit: <Pa/cm2>

sample 1# 36.2 <60 Pass
sample 2# 37.2
sample 3# 37.8
sample 4# 37.5
sample 5# 36.6
Average 37.1

3. Microbial Cleanliness Test EN 14683:2019+AC:2019 Appendix D
Unit: <CFU/g>

sample 1# <1 <30 Pass
sample 2# <1
sample 3# <1
sample 4# <1
sample 5# <1

4. Bacterial Filtration Efficiency EN 14683:2019+AC: 2019 Appendix B
Flow rate: 28.3L/min, Test area: 77cm?, Test bacteria culture: Staphylococcus aureus ATCC 6538, Particle
Diameter: 3.0um, Inside of the test mask was facing towards the challenge aerosol, The average plate count
results of the positive controls: 1.9x10°CFU, The average plate count results of the negative controls: <1CFU

Unit: <%>

sample 1# 99.9 =98 Pass
sample 2# 99.8

sample 3# 99.8

sample 4# 99.9

sample 5# 99.9

Minimum 99.8

il Ll R BE R AR 25 E BR /A 7] CNTAC Testing Service Co.,Ltd(Foshan)
TR T RS X PG MR RS T BOR BB R0 —. =, JUA% 1, 384/F., Nanfang Technology Innovation Center, Xigiao,Nanhai Distr™®
Tel: (86 757)86850633/86806656 Fax: 86850633 Http://www.fcl.org.cn

HXMEERRY MTERBHREZHE 15 HARKNARE, GHATFZE.
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Original Sample
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POSI
CERTIFICATE

This is to certify that the Quality Management System of

TAUEUES

Hubei Feiteng Protective Products Co., Ltd.

Business License Number: 91429004MA498CB25P
Registered Address: No.72, Shahu Avenue, Shahu Town,
Xiantao City, Hubei Province, China
Audit Address: No.72, Shahu Avenue, Shahu Town,
Xiantao City, Hubei Province, China

applicable to

Production and sales of disposable non-woven products (face masks, clothes) (export
only); sales of disposable non-woven products (sleeves, caps, shoe covers, boot covers,
beard covers, bed sheets, pillow cases and aprons) (export only)

has been assessed and registered by POSI against the provisions of

1SO13485:2016

This registration is subject to the company maintaining a Quality Management System,
to the above standard, which will be monitored by POSI.
Certified organization shall accept regular surveillance audit, the validity of certificates shall be

maintained for the positive result of audit.
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Please consult the website: www.posicert.com
The certificate information is also available on the CNCA official website: http://cx.cnca.cn.

¢

ANSI National Accreditation Board
A-ChCIR\E DT E-.D

— EERE—
MANAGEMENT SYSTEMS
CERTIFICATION BODY

General Manager

Certificate Registration No: 381240005R0S
__Initial issue date: 2024.01.05 Issue date: 2024.01.05 Valid until: 2027.01.04

Shanghai POSI Certification Co., Ltd.

CERTIFICATE @
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	ISO13485:2016
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